[Analytical validation of the results].
The results obtained using automatic analysers have to be reviewed before release to the laboratory information system (LIMS) for definitive validation by the authorised person. The objective of such a review is to ensure that quality indicators are in agreement with the defined requirements and that the procedures have been carefully fulfilled.